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What type of continuous blood monitoring 
device do you use in CPB procedures? 

Not using any device

Sorin, B-care 5

Livanova, B-Capta

Spectrum Medical, M4

Spectrum Medical, Quantum

Terumo, CDI-500/550

Terumo, older versions

Maquet, BMU 40

Medtronic, BioTrend

Spectrum M2

Not using any device

Sorin, B-care 5

Livanova, B-Capta

Spectrum Medical, M4

Spectrum Medical, Quantum

Terumo, CDI-500/550

Terumo, older versions

Maquet, BMU 40

Medtronic, BioTrend

Spectrum M2

1 (2.6%)

11 (28.2%)

2 (5.1%)

0 (0%)

5 (12.8%)

17 (43.6%)

1 (2.6%)

0 (0%)

3 (7.7%)

1 (2.6%)

15 (38.5)

0 (0%)

1 (2.6%)

0 (0%)

5 (12.8%)

20 (51.3%)
0 (0%)

0 (0%)

0 (0%)

1 (2.6%)

Venous:

Arterial:

At your institution, what is the primary 
brand of heart-lung machine?

Terumo

Livanova / Sorin

Medtronic

Maquet / Getinge

Spectrum Medical

69%
13%

18%

Arterial vs. Venous blood monitoring- which line do you typically monitor?

38% Do not use any arterial 
monitoring device ~ALL use some type of 

venous monitoring

Blood Monitoring Pattern Utilization 
During CPB Procedures

Thank you for taking the survey. Another survey will be
distributed soon, and we really appreciate your cooperation.
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Disclaimer: The survey findings are based on a small sample size, limiting their representation of the wider population. Caution should be 
exercised when interpreting the results and avoiding generalizations without further research or a larger, more diverse sample. The small 
sample size introduces uncertainty and potential bias, requiring careful consideration of any conclusions drawn from the survey.


